The paper described a novel chromatographic method for the simultaneous determination of phenolic compounds such as gallic, protocatechuic, vanillic, caffeic, syringic, p-coumaric and salicylic acid, (+)-catechin, (-)-epicatechin, rutin, morin, quercetin, coumarin and trans-resveratrol at their maximum absorbance wavelengths (MAW) employing reverse-phase high performance liquid chromatography combined with DAD and UV detection via detection wavelength switching. The method was based on MAW acquisition by DAD and quantification by UV. The separation process was performed on a Shim-Pack VP-ODS C 18 column (250 mm × 4.6 mm, 5 μm) held at 30 °C, utilizing 3.0% acetic acid and acetonitrile as mobile phase at a flow rate of 0.8 mL/min in the gradient elution mode. The method was fully validated in terms of linearity (r 2 > 0.9990, 10-350 mg/L), precision (both intra-day and inter-day RSD < 4.22%), accuracy (97.31%-104.66%), specificity, robustness (0.59% < RSD < 2.86%), limit of detection and quantification. The switching method significantly improved the sensitivities of most phenolics studied in comparison with the standard constant wavelength detection (280 nm).
about phenolic compound detection by HPLC via UV or DAD detection, but there is a universal phenomenon which is the non-uniform detection wavelengths adopted to determine the same or similar phenolic compounds. As we know, the optimum detection wavelengths for the determination of phenolics by HPLC-DAD-UV should be set for the sake of accurate quantitation, moreover, the MAW of phenolic compounds may differ due to their characteristic absorbance groups. To obtain the objective or true content of each phenolic compound in the matrix during the simultaneous determination, the proper detection wavelength should be set at the MAW for every compound. However, the wavelengths used in many literatures for phenolic compounds determination are not their MAW, even by DAD detection, which are usually a sort of compromise detection wavelength. A brief summary of UV and DAD detectors used in analysis of phenolic compounds with the emphasis to detection wavelength selection was displayed in Table 1 . Ten of or tens of nanometers of detection wavelength differences usually happen during the determination of the same compounds, this may result in non-detected or false values for some compounds in trace detection and lead discrepancies and incomparability of the results, especially for the same analytes analyzed by different researchers. A DAD detector could simultaneously scan samples at multiple wavelengths and provide the information of the special spectral characteristics for identification of compounds, but its sensitivity is lower than that of UV detectors for quantitation [49] . To overcome these pitfalls, we proposed a wavelength-switching method by HPLC coupled with a DAD detector for MAW acquisition and a UV detector for quantitation.
In this work, an optimized and exhaustively validated method for the simultaneous analysis of gallic acid, protocatechuic acid, (+)-catechin, vanillic acid, caffeic acid, syringic acid, (-)-epicatechin, p-coumaric acid, rutin, salicylic acid, coumarin, trans-resveratrol, morin, and quercetin in 89 varieties of Chinese grape canes was developed using HPLC-DAD-UV with wavelength switching detection. In addition, the sensitivities of UV and DAD were determined under both constant and wavelength switching detection, and fine-tuning of wavelength of the UV detector was investigated to indicate the differences in results of MAW and common wavelengths detection.
Results and Discussion

Optimization of Chromatographic Conditions
The aim of this study was to establish a sequential injection procedure, which has the ability to provide suitable separation conditions for the determination of gallic acid, protocatechuic acid, (+)-catechin, vanillic acid, caffeic acid, syringic acid, (-)-epicatechin, p-coumaric acid, rutin, salicylic acid, coumarin, trans-resveratrol, morin, and quercetin ( Figure 1 ), and to demonstrate the feasibility of applying this method to real samples. It is well known that the elution order of phenolic compounds in RP-HPLC is closely related to their polarity, with the most polar ones eluting first, followed the less polar ones. Once the analyte types are identified, the parameters affecting HPLC retention performance such as sample solvents, mobile phase composition, column temperature, and flow rate should be optimized. Eight varieties of mobile phases (methanol/water, acetonitrile/water, methanol/1%, 2%, 3% acetic acid, and acetontrile/1%, 2%, 3% acetic acid), three column temperatures (28, 30 , and 32 °C), and three flow rates (0.6, 0.8, and 1.0 mL/min) were tested to screen optimal chromatographic conditions. Although methanol and acetonitrile as mobile phase had similar strength, peaks for phenolic compounds eluted by methanol were broader than those by acetonitrile in this study. Some asymmetrical peaks (catechin, syringic acid, and morin) and very late eluting peaks (morin and quercetin) were also observed in methanol elution compared to acetonitrile. This might be attributed to the higher dipole moment of acetonitrile, with the resulting stronger analyte-mobile phase dispersive interaction (donor-acceptor interactions). The sharp peaks and shorter run times observed when using acetonitrile were similar to the results reported by other authors [50, 51] . Peaks of vanillic acid and caffeic acid were found to be difficult to separate in a chromatogram both with methanol and acetonitrile due to their similar retention properties, with resolution factors of 1.28 and 1.43, respectively. The use of 3% acetic acid solution as a mobile phase additive achieved good separation and resolution of all the phenolic compounds of interest in this study. The optimized flow rate and column temperature were 0.8 mL/min and 30 °C, respectively, for the purposes of shortening analysis times and improving peak shape after several tests.
Phenolic compounds absorb well in the UV range with different absorptive intensity and response times due to their respective characteristic structures, therefore, choosing suitable detection wavelengths for each analyte should be seriously considered and no single one is sufficient for the simultaneous determination in extracts of various plant materials. MAWs of 14 phenolic compounds scanned by the DAD detector were listed in Table 2 . Although phenolic compounds have more than one absorption peaks in their DAD spectra, except for gallic acid, (+)-catechin, syringic acid, (-)-epicatechin, p-coumaric acid, and trans-resveratrol, the more intense ones were chosen as their detection wavelengths. There were just three phenolic compounds with the same maximum absorbance at 280 nm. Apparently, detection at 280 nm, the most general detection wavelength used for the simultaneous determination of different phenolic compounds, was insufficient. The time points for wavelength switching for each compound were set based on their retention and response times acquired from linearity experiments, as can be seen in Table 2 . The retention time in 18 continuous analysis indicated excellent repeatability expressed as RSD (<0.27%). The Shimadzu HPLC allows random wavelength switching between 190 and 400 nm, the detector's response and stabilization time is less than 0.1 s (data from Shimadzu Technique). In this experiment, the detection wavelength was switched within 0.05 min before peak signal starting and after its stopping, which implied that each phenolic compound could be detected at its MAW. The wavelength at other time periods was set to 360 nm, which minimized the interferences from solvents and impurities. The representative chromatograms of the phenolic standards and sample separation are shown in Figure 2 . Wavelength-switching detection gave a more effective chromatogram with less impurity peaks than did the constant wavelength (280 nm) one. 
Fine-Tuning of Detection Wavelength
The wavelength fine-tuning data manifested the relationship between the relative concentrations and the detection wavelengths for the same concentrated standard solution. The results are shown in Figure 3 . It can be seen that the relative concentrations of different compounds varied with wavelengths dramatically. Compared with detection at 280 nm, the relative concentrations of protocatechuic acid and vanillic acid were almost three times lower than those at their MAW, and gallic acid, caffeic acid, p-coumaric acid, and salicylic acid were about 1.2, 1.5, 2, and 2.5 times, respectively, as can be seen in Figure 3A . The relative concentrations of rutin, morin, and quercetin determined at their MAW were almost 2.7, 2.2, and 2.2 times higher than those at 280 nm, and trans-resveratrol at 280 nm was 1.7 times lower in comparison with its MAW ( Figure 3B ). The detection wavelengths of 14 phenolic compounds with the highest relative concentrations were in conformity with the MAW given by the DAD detector. 
Validation of the Method
The analytical method, proposed for the determination of 14 phenolic compounds in 1-yr-old grape canes by HPLC-DAD-UV with wavelength switching detection, was validated in terms of linearity, range, LOD, LOQ, specificity, accuracy, precision and robustness.
Method linearity is the ability to produce the results that are directly proportional to the concentrations of analytes in the sample within a given range. In the present study, linearity was evaluated by plotting peak area (A) versus analyte concentration (C, mg/L) to construct the calibration curves. Regression equations of 14 phenolic compounds listed in Table 3 were linear in the investigated range, with the lowest correlation coefficient ≥ 0.9990, indicating excellent linearity.
A signal-to-noise ratio of approximately 3 is generally considered to be acceptable for estimating the detection limit. The quantitation limit with a typical signal-to-noise ratio of 10 is the lowest concentration of the analyte that can be quantified with acceptable precision and accuracy. LOD and LOQ were separately analyzed by diluting the standard solution. The LOD and LOQ, both for UV-vis and DAD detectors under constant (280 nm) and switching wavelength detection, were studied while keeping all other chromatographic conditions the same, details are given in Table 3 . Regarding sensitivity, the UV-Vis detector with wavelength switching had the highest sensitivity for determination of phenolic compounds in comparison with that achieved by both UV-Vis and DAD detector with constant detection or DAD with wavelength switching. Method specificity ensures that the signal measured comes from the analyte of interest, with no interference from any potential sample components. Chromatographic identification of phenolic compounds was based on comparing retention times and ultraviolet absorption spectrums. The representative chromatograms of the standard mixture solution and Cabernet Sauvignon extract separation are depicted in Figure 2 . In the present case, some impurities found in samples, could be some interferences because of the complexity of the crude extracts injected directly. The resolution factors calculated by the Shimadzu software between (+)-catechin and nearby interference peaks in the sample were 1.6 and 1.7, respectively (data not shown). Moreover, in order to verify the specificity, peak purity was evaluated by the PDA detector for the phenolics in samples and the standard solution. Two typical peak purity curves of the samples are shown in Figure 4 for protocatechuic acid and (+)-catechin, and no impurities were observed. Thus, the method was confirmed to be specific for each phenolic compound of interest. Evaluation of method accuracy resorted to the standard addition technique. Extracts of Cabernet Sauvignon were used as substrates for recovery test, as mentioned in Section 2.7, adding known amounts of phenolic reference compounds to the extracts with known amounts, to obtain three addition levels (50, 150, and 250 mg, three replicates each). Each set of samples was repeated three times and the average recovery rate of each compound was as laid out in Table 4 , ranging from 97.31% to 104.66%, indicating that the method was accurate.
Precision was determined as both repeatability and intermediate precision, in accordance with ICH recommendations. The spiked extracts used in accuracy analysis were also served in precision study, the repeatability expressed as a relative standard deviation (RSD, %) was determined using six continuous injections of three concentrations and analysed on the same day, the intermediate precision was evaluated for 14 working days by injecting the same test solution three times a day. The precision data is tabulated in Table 4 . In both situations, all the RSD values were below 4.22%, demonstrating that the method was precise. Table 4 . Validation results for accuracy (n = 3), precision (intra-day, n = 6; inter-day, n = 14), and robustness (n = 3). Robustness testing is performed to evaluate the influence of small, but deliberate, variations in method parameters. The parameters chosen in this study were the flow rate (±0.05 mL/min), acetic acid concentration (±0.05%, v/v) and column temperature (±1 °C). Three injections of the mixed standard solution were carried out for each variation. The degree of reproducibility of peak area for each compound expressed as RSD was calculated. The results are illustrated in Table 4 , an RSD of 0.59%-2.86% was obtained for these parameters. Hence, the analytical method could be considered to be robust.
Application
In order to validate the utility of the proposed method in real samples, gallic acid, protocatechuic acid, vanillic acid, caffeic acid, syringic acid, p-coumaric acid, salicylic acid, (+)-catechin, (-)-epicatechin, rutin, morin, quercetin, coumarin, and trans-resveratrol in 89 varieties of grape canes were detected by the method. All the sample extracts prepared according to the procedure described in Section 2.3 were injected into the instrument with an injection amount of 10 µL (n = 3) and the peaks in the chromatograms obtained were identified by comparison of retention times, UV spectrums, and the increase of peak area after the addition of the corresponding phenolics. The typical chromatogram is shown in Figure 2A , and the average contents of the compounds are presented in Table S1 . The results demonstrate that grape cane contains a great quantity of phenolic compounds and is an important source of natural antioxidants, especially for trans-resveratrol, (-)-epicatechin, and (+)-catechin.
Experimental
Chemicals
HPLC grade methanol, acetonitrile, and analytical grade acetic acid were purchased from Tianjin Kermel Chemical Reagent Co. Ltd. (Tianjin, China). Water was purified by Milli-Q system (Millipore, Bedford, MA, USA). All the phenolic compounds were supplied from Sigma-Aldrich (Shanghai, China) and their purities were all over 97%.
Preparation of Plant Materials
The ideal 1-yr-old canes used in this work from 89 kinds of grapes were moderately vigorous (about 0.8-1.0 cm diameter) and were collected from a commercial vineyard located in Shandong Province during the 2008 pruning practice. The 1-yr-old canes were frozen in liquid nitrogen, ground through a 0.5 mm sieve using an electrical grinder (final particle size <0.5 mm), vacuumized in labeled plastic bags to cut off air, and then stored at −20 °C in a freezer until extraction.
Extraction Process
The ground grape cane (5 g fresh weight) was weighed into a 50 mL centrifuge tube and extracted with 40 mL acidified methanol solution (1 N HCl/methanol/water, 1/80/19, v/v/v), and extraction was performed under continuous stirring (600 rpm) at 20 °C for 1 h by an external water bath. After extraction, the extracts were centrifuged at 8,000 g for 15 min at 4 °C using a Sorvall RC-5C Plus centrifuge (Kendro Laboratory Products, Newton, CT, USA). The extraction procedure was repeated three times. All the supernatants were combined in a 250 mL round-bottom flask and concentrated in a Büchi RE-111 rotary vacuum evaporator with a 35 °C water bath (Flawill, Switzerland) to a volume of 10 mL. The final concentrate solution was filtered through a 0.22 µm nylon micro-membrane and stored at −40 °C until analysis.
Preparation of Standard Solution
A mixed stock standard solution of 1 mg/mL was prepared by accurately weighing 25 mg of 14 phenolic compounds into 25 mL volumetric flask and making up to volume with HPLC grade methanol. Different working solutions were obtained from the stock solution by appropriate dilution in methanol for calibration curves and determinations of the detection and quantitation limit of the method. All the solutions were kept in dark place at −40 °C prior to injection.
HPLC-DAD-UV Analyses
The HPLC analyses were conducted on a Shimadzu liquid chromatograph system (Shimadzu Corp, Kyoto, Japan) equipped with a quaternary pump, a vacuum degasser, an autosampler, a PDA detector, a tunable UV-vis detector, and a Shim-Pack VP-ODS C 18 column (250 mm × 4.6 mm, 5 μm). Results were acquired and processed by the Shimadzu Workstation CLASS-VP 6.12 software (Shimadzu Corp).
The DAD detector was applied to scan the phenolic compounds of interest to ascertain their MAW and acquire other spectral information within a range of 200 to 400 nm. The variable UV-Vis detector was conducted at the MAW of each phenolic compound for quantitative purpose with external standard. A gradient solvent system was employed with solvent A being water-acetic acid (97:3, v/v) and solvent B being acetonitrile. The elution profile had the following proportions (v/v) of solvent B: 0.00-5.00 min, 0%-8.5%; 5. The column held at 30 °C was flushed with a flow rate of 0.8 mL/min. Chromatographic identification and confirmation of phenolic compounds were based on comparing retention times with authentic standards and on-line ultraviolet absorption spectrum data. All the prepared solutions were filtered through 0.22 µm membranes, and the mobile phase was degassed before injection on to HPLC.
Fine-Tuning Analysis of Detection Wavelength
Fine-tuning of wavelength detection was carried out by the determination of a mixed standard solution with the known concentration in the UV-vis detector under the chromatographic condition described in 2.5 at the wavelength changing from 210 to 400 nm, with 1 nm interval. The raw data recorded was the peak area of each compound in the chromatograms; the relative concentrations at different wavelengths were calculated from the calibration curves.
Method Validation Procedure
The method proposed in this study was validated as per ICH guidelines by the determination of the following parameters: linearity, range, precision, accuracy, specificity, robustness (ICH Q2A, ICQ Q2B) [52] , limit of detection (LOD) and limit of quantitation (LOQ).
Linearity of the method was established by automatic injections of the standard mixture solutions at six calibration levels in three replicates from low to high concentrations; retention time and response time (duration of signal response in detector) of each compound were extracted by the Shimadzu software for the studying of wavelength switching. Specificity of the method was evaluated by comparing the chromatograms both of standard solutions and the samples through the peak identification and peak purity assessment. Method precision was tested by determining the intra-day precision (repeatability) and the inter-day precision (intermediate precision), both expressed as RSD (%). The accuracy of the method was assessed by spiking phenolic compounds at three levels to samples and was expressed in terms of the average recovery. Method robustness was determined by making slight changes in the chromatographic conditions, such as flow rate, column temperature, and mobile phase additive concentration. LOD and LOQ of both DAD and UV-Vis detector were separately determined by diluting the standard solution.
Conclusions
Research on phenolic compounds is of current interest since they have important biological and pharmacological properties. HPLC, with various detection possibilities, or their combinations, has been a preferred technique for routine analysis of phenolics. In this paper, a novel HPLC-DAD-UV method using wavelength switching detection has been established for the simultaneous determination of 14 phenolic compounds in crude grape cane extracts without pre-treatment. Moreover, the proposed procedure, characterized by good sensitivity, linearity, precision, accuracy, and robustness, enabling each compound determined at their MAWs to obtain the real contents to the greatest extent, has an application potential to other analytes and can be suitable for routine laboratories without advanced facilities. In addition, grape canes rich in natural antioxidants should receive more attention.
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